










Once secured to the Thompson Retractor, the reverse-lipped blade will not move. The reverse lip keeps the blade anchored to the 

edge of the spine and prevents it from slipping anteriorly once tension is applied. Without this reverse lip, the retractor blade will 

not work effectively. 

With the rectus now retracted laterally, there will be much less resistance when pushing the retractor blade to expose the spine in a 

direct AP view and allow placement of the sleeves for insertion of a threaded device, femoral ring or artificial disk. Place a second 

reverse-lip blade on the left side of the spine and attach to the Thompson frame. Commonly, additional retractor blades need 

to be placed superiorly and/or inferiorly to complete the 

exposure. With the blades well anchored to the lateral 

wall of the vertebral column, the spine surgeon and the 

assistant can now work on the disc without other hands or 

retractors being in the way and with relative security that 

vessels will not move around the retractors and expose 

themselves to injury.  

Insert retractor into incision and  

position lower edge in contact with spine.  

Rotate top of retractor (with handle in joint) to vertical,  

then clip joint onto lateral arm.

Both Reverse Lip blades  

deployed and engaged at 

lateral aspect of disc and vertebral body.
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Anterior Lumbar Access Surgery
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AP view with two Reverse Lip Blades deployed
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Anterior Lumbar Depth Gauge
51236

Reverse Lip Blade

SAL’s Suction Tip
51234

Instrument Case
50000RLT

US Patent #6,416,465 BZ

Radiolucent Brau Anterior Lumbar System   80047S
1	 41902AC	 Elite II Rail Clamp w/1 Cam Joint 18”
1	 41900BC	 Crossbar w/2 Cam Joints 24”
2	 44118N	 18” Angled Arm 8” x 10” @ 45º
6	 42126WH	 Cam II Clip-on w/8” Handle
2	 42128C	 Locking Cam Hand Held Adapter
2	 46192ET	 Reverse Lip ASA Malleable 25mm x 200mm
2	 46193ET	 Reverse Lip ASA Malleable 32mm x 200mm
2	 46194RET	 Reverse Lip ASA Rigid 25mm x 100mm
2	 46195RET	 Reverse Lip ASA Rigid 25mm x 150mm
2	 46196RET	 Reverse Lip ASA Rigid 25mm x 200mm
2	 46197RET	 Reverse Lip ASA Rigid 32mm x 100mm
2	 46198RET	 Reverse Lip ASA Rigid 32mm x 150mm
2	 46199RET	 Reverse Lip ASA Rigid 32mm x 200mm
2	 46200RET	 Reverse Lip ASA Rigid 25mm x 255mm
2	 46201RET	 Reverse Lip ASA Rigid 32mm x 255mm
2	 46195TET	 Reverse Lip ASA Tapered 25mm x 150mm
2	 46196TET	 Reverse Lip ASA Tapered 25mm x 200mm
2	 46119BET	 Radiolucent Malleable Renal Vein 25mm x 140mm
2	 46119CET	 Radiolucent Malleable Renal Vein 25mm x 190mm
2	 46119RET	 Radiolucent Rigid Renal Vein 25mm x 140mm
2	 46120RET	 Radiolucent Rigid Renal Vein 25mm x 190mm
2	 46121RET	 Radiolucent Rigid Renal Vein 25mm x 255mm
1	 50000G	 Instrument Case 22” x 11” x 3 1/2”
1	 50000RLT	 Instrument Case - Reverse Lip ASA
1	 51234	 Suction for Anterior Lumbar Surgery
1	 51236	 Anterior Lumbar Depth Gauge

Adapter Handles for:
Omni-Track® Retractor	 45004L
Bookwalter™ Retractor	 45005L
SynFrame™ Frame	 45014L

Use adapter handles with the Brau Anterior Lumbar Blade Kit #91046N.

Lite Wand II Storz System   40002
1	 40020	 Lite Wand II ACMI
1	 40019	 Lite Wand II Storz Adapter
1	 50000LW	 Lite Wand II Instrument Case


